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NATIONAL FOREWORD 

This Indian Standard (Part 7) (Third Revision) which is identical with ISO 289-1 : 2005 'Rubber, 
unvulcanized — Determinations using a shearing-disc viscometer — Part 1 : Determination of Mooney 
viscosity' issued by the International Organization for Standardization (ISO) was adopted by the 
Bureau of Indian Standards on the recommendation of the Rubber and Rubber Products Sectional 
Committee and approval of the Petroleum, Coal and Related Products Division Council. 

This standard was first published as IS 3660 (Part 2) : 1968 'Determination of solvent extract and 
nitrogen content' and subsequently revised in 1972 and during its second revision published as 
IS 3660 (Part 7) : 1 988. The committee has now decided to revise this standard to completely align 
it with ISO 289-1 : 2005 and publish under dual numbering system. Other standards on methods of 
tests are given in National Annex A given at the end this publication. 



The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention 
is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to certain International Standards for which Indian 
Standards also exist. The corresponding Indian Standards, which are to be substituted in their 
respective places, are listed below along with their degree of equivalence for the editions indicated: 



International Standard 

ISO 1795 Rubber, raw natural and 
raw synthetic — Sampling and further 
preparative procedures 

ISO 2393 Rubber test mixes — 
Preparation, mixing and 

vulcanization — Equipment and 
procedures 

ISO 6508-1 : 2005 Metallic materials 
— Rockwell hardness test — Part 1 : 
Test method (scales A, B, C, D, E, 
F, G, H, K, N,T) 



Corresponding Indian Standard 

IS 5599 : 1999 Rubber — Raw, 
natural and synthetic — Methods for 
sampling and sample preparation 
(first revision) 

IS 3660 (Part 8) : 1999 Methods of 
test for natural rubber: Part 8 Mixing 
and vulcanizing of rubber in standard 
compound [NR : 9] (second revision) 

IS 1586 (Part 1) : 2012 Metallic 
materials — Rockwell hardness test: 
Part 1 Test method (scales A, B, C, 
D, E, F, G, H, K, N,T) (fourth revision) 



Degree of Equivalence 
Technically Equivalent 



do 



Identical 



Technical Corrigendum 1 published in 2009 is given after National Annex A of this publication. 



The technical committee has reviewed the provisions of the following International Standards referred 
in this adopted standard and has decided that they are acceptable for use in conjunction with this 
standard: 



International Standard 
ISO/TR 9272 : 2005 

ISO 23529: 2004 



Title 

Rubber and rubber products — Determination of precision for test method 
standards 

Rubber — General procedures for preparing and conditioning test pieces 
for physical test methods 



(Continued on third cover) 
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Indian Standard 
METHODS OF TEST FOR NATURAL RUBBER 

PART 7 DETERMINATION OF MOONEY VISCOSITY 

[NR : 8] 

( Third Revision ) 



WARNING — Persons using this International Standard should be familiar with normal laboratory 
practice. This standard does not purport to address all of the safety problems, if any, associated with 
its use. It is the responsibility of the user to establish appropriate safety and health practices and to 
ensure compliance with any national regulatory conditions. 



1 Scope 

This part of ISO 289 specifies a method, using a shearing-disc viscometer, for measuring the Mooney 
viscosity of uncompounded or compounded rubbers. 



2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced 
document (including any amendments) applies. 

ISO 1 795, Rubber, raw natural and raw synthetic — Sampling and further preparative procedures 

ISO 2393, Rubber test mixes — Preparation, mixing and vulcanization — Equipment and procedures 

ISO 6508-1, Metallic materials— Rockwell hardness test— Part 1: Test method (scales A, B, C, D, E, F, G, 
H, K, N, T) 

ISO/TR 9272, Rubber and rubber products — Determination of precision for test method standards 

ISO 23529, Rubber — General procedures for preparing and conditioning test pieces for physical test 
methods 



3 Principle 

The torque which has to be applied under specified conditions in order to rotate a metal disc in a cylindrical 
chamber formed from mating dies filled with rubber is measured. The resistance offered by the rubber to this 
rotation is expressed in arbitrary units as the Mooney viscosity of the test piece. 
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4 Apparatus 

The essential parts of the apparatus (see Figure 1) are: 

a) two dies to form a cyclindrical cavity; 

b) a rotor; 

c) a means for maintaining the dies at a constant temperature; 

d) a means for maintaining a specified closure pressure; 

e) a means for rotating the rotor at constant angular velocity; 

f) a means for indicating the torque required to rotate the rotor. 
The rotor and die cavity have the dimensions shown in Table 1 . 



Table 1 — Dimensions of essential parts of the apparatus 



Part 


Dimension 

mm 


Rotor diameter 


38,10 ±0,03 


Rotor thickness 


5,54 ± 0,03 


Die cavity diameter 


50,9 + 0,1 


Die cavity depth 


10,59 ±0,03 



NOTE Normally, a rotor with these dimensions is called a large rotor. 

It is permissible to use a smaller rotor where high viscosity makes this necessary. This small rotor shall have 
the same dimensions as the large rotor except that the diameter shall be 30,48 mm ± 0,03 mm. Results 
obtained with the small rotor are not identical with those obtained using the large rotor. 



4.1 Dies 

The two dies forming the cavity shall be formed from non-deforming unplated hardened steel of minimum 
Rockwell hardness 60 HRC (see ISO 6508-1). The dimensions of the cavity are given in Figure 1 and shall be 
measured from the highest surfaces. For good heat transfer, each die should preferably be made from only 
one piece of steel. The flat surfaces shall have radial V-grooves to prevent slippage. The grooves shall be 
spaced radially at 20° intervals and shall extend from an outer circle of diameter 47 mm to an inner circle of 
diameter 7 mm for the upper die and to within 1,5 mm of the hole in the lower die; each groove shall form a 
90° angle in the die surface with the bisector of the angle perpendicular to the surface and shall be 
1 ,0 mm ± 0,1 mm wide at the surface (see Figure 2). 

4.2 Rotor 

The rotor shall be fabricated from non-deforming unplated hardened steel of minimum Rockwell hardness 
60 HRC. The rotor surfaces shall have rectangular-section grooves 0,80 mm ± 0,02 mm wide, of uniform 
depth 0,30 mm ± 0,05 mm and spaced 1,60 mm ± 0,04 mm apart (distance between central axes). The flat 
surfaces of the rotor shall have two sets of such grooves at right angles to each other (see Figure 3). The 
edge of the rotor shall have vertical grooves of the same dimensions. The large rotor shall have 75 vertical 
grooves and the small rotor shall have 60. The rotor is fastened at right angles to a shaft having a diameter of 
10 mm ± 1 mm and a length such that, in the closed die cavity, the clearance above the rotor does not differ 
from that below by more than 0,25 mm. The rotor shaft shall bear on the spindle which turns the rotor shaft, 
not on the wall of the die cavity. The clearance at the point where the rotor shaft enters the cavity shall be 
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small enough to prevent rubber leaving the cavity. A grommet, O-ring or other sealing device may be used as 
a seal at this point. 

The eccentricity or runout of the rotor while turning in the viscometer shall not exceed 0,1 mm. 

The angular velocity of the rotor shall be 0,209 rad/s ± 0,002 rad/s (2,00 r/min ± 0,02 r/min). 

4.3 Heating device 

The dies are mounted on, or form part of, platens equipped with a heating device capable of maintaining the 
temperature of the platens and that of the dies to within ± 0,5 °C of the test temperature. After insertion of the 
test piece, the devices shall be capable of returning the temperature of the dies to within ± 0,5 °C of the test 
temperature within 4 min. 

NOTE Older machines may not comply with these requirements and may give less reproducible results. 

Dimensions in millimetres 




Key 

1 die cavity 

2 rotor 

3 temperature sensor 

4 sealing device 



Figure 1 — Typical shearing-disc viscometer 
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Key 

a Section through groove. 



Dimensions in millimetres 




Figure 2 — Die with radial V-grooves 
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Dimensions in millimetres 




T 




Key 

a R at edge of groove < 0,1 mm. 

Figure 3 — Rotor with rectangular-section grooves 



4.4 Temperature-measurement system 

4.4.1 The test temperature is defined as the steady-state temperature of the closed dies with the rotor in 
place and the cavity empty. This temperature is measured by two thermocouple measurement probes, which 
can be inserted into the cavity for this purpose as shown in Figure 4. These measurement probes are also 
used to check the temperature of the test piece as described in 7.2. 

4.4.2 In order to control the supply of heat to the dies, a temperature sensor shall be present in each die to 
measure the die temperature. The sensor shall be located for the best possible heat contact with the dies, i.e. 
heat gaps and other heat resistance shall be excluded. The axes of the sensors shall be at a distance of 3 mm 
to 5 mm from the working surface of the dies and 15 mm to 20 mm from the rotational axis of the rotor (see 
Figure 1). 

4.4.3 Both the thermocouple measurement probes and the temperature sensors shall be capable of 
indicating temperature to an accuracy of + 0,25 °C. 



4.5 Die-closure system 

The dies may be closed and held closed by hydraulic, pneumatic or mechanical means. 
1 1 ,5 kN + 0,5 kN shall be maintained on the dies during the test. 



A force of 



A greater force may be required to close the dies when rubbers of high viscosity are tested; at least 10 s 
before starting the viscometer, the force shall be reduced in such cases to 11,5 kN ± 0,5 kN and maintained at 
this level throughout the test. 

For all types of closing device, a piece of soft tissue paper not thicker than 0,04 mm placed between the 
mating surfaces shall show a continuous pattern of uniform intensity when the dies are closed. A non-uniform 
pattern indicates incorrect adjustment of the die closure, worn or faulty mating surfaces or distortion of the 
dies; any of these conditions may result in leakage and erroneous results. 
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Dimensions in millimetres 



B-B 



J_ l_» I 1 



Cgg S! f A 




Key 

1 measurement probe, withdrawn 

2 measurement probe, inserted 

3 stop connected to apparatus 

4 stop connected to measurement probe 



Figure 4 — Measurement-probe design 
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4.6 Torque-measurement device and calibration of the device 

The torque required to turn the rotor is recorded or indicated on a linear scale graduated in Mooney units. The 
reading shall be zero when the machine is run empty and 100 ± 0,5 when a torque of 8,30 Nm ± 0,02 Nm is 
applied to the rotor shaft. Therefore a torque of 0,083 N-m is equivalent to 1 Mooney unit. The scale shall be 
capable of being read to 0,5 Mooney units. Variation from zero shall be less than ± 0,5 Mooney units when the 
machine is running with the rotor in place, and the dies closed and empty. 

If the viscometer is equipped with a rotor-ejection spring, the zero calibration shall be made with the dies open 
so that the rotor is not pressing against the upper die. 

The viscometer shall be calibrated while the machine is running at the test temperature. A suitable method for 
the calibration of most machines is as follows: 

The scale is calibrated to a reading of 100 by applying certified masses fastened with flexible wire of diameter 
0,45 mm to an appropriate rotor. During calibration, the rotor is turned at 0,209 rad/s and the platens are at 
the specified test temperature. 

NOTE In order to check linearity, intermediate masses may be used to give scale readings of 25, 50 and 75 Mooney 

units, respectively. In addition, a sample of butyl rubber of certified Mooney viscosity can be used to check whether the 
machine is working correctly. Measurement may be carried out at 100 °C or 125 °C for 8 min. 



5 Preparation of test piece 

For uncompounded rubbers, the test piece shall be prepared in accordance with ISO 1795 and the material 
standard relevant to the rubber. For compounded rubbers which are to be tested for referee purposes, the test 
piece shall be taken from a compound prepared in accordance with ISO 2393 and the material standard 
relevant to the rubber. 

The test piece shall be allowed to rest at standard laboratory temperature (see ISO 23529) for at least 30 min 
before testing is carried out. Testing shall be commenced not later than 24 h after homogenization. 

The Mooney viscosity is affected by the manner in which the rubber is prepared and the conditions of storage 
Accordingly, the prescribed procedure in methods for evaluating a particular rubber shall be followed 
rigorously. 

The test piece shall consist of two discs of rubber, of diameter about 50 mm and of thickness approximately 

6 mm, sufficient to fill completely the die cavity of the viscometer. The rubber discs shall be as free as possible 
from air and from pockets that may trap air against the rotor and die surfaces. A hole is pierced or cut through 
the centre of one disc to permit the insertion of the rotor shaft. 



6 Temperature and duration of test 

Carry out the test at 1 00 °C ± 0,5 °C for 4 min, unless otherwise specified in the appropriate material standard. 

7 Procedure 

7.1 Heat the dies and rotor to the test temperature and allow them to reach a steady state. Open the dies, 
insert the rotor shaft through the hole in the pierced disc of the test piece and place the rotor in the 
viscometer. Place the unpierced disc of the test piece centrally on the rotor and close the dies as quickly as 
possible. 

NOTE A heat-stable film, for example of polyester, of thickness approximately 0,03 mm may be inserted between the 

rubber and die surfaces to facilitate removal after test of low-viscosity or sticky materials. The use of such film may affect 
the test results. 
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7.2 Note the time at which the dies are closed and allow the rubber to preheat for 1 min. Start the rotor; the 
running time shall be as indicated in Clause 6. If the viscosity is not recorded continuously, observe the scale 
during the 30 s interval preceding the specified reading time and report the minimum value, to the nearest 
0,5 units, as the viscosity. For referee purposes, take readings at 5 s intervals from 1 min before to 1 min after 
the specified time. Draw a smooth curve through the minimum points of the periodic fluctuations or through all 
the points if there are no fluctuations. Take the viscosity as the point where the curve passes through the time 
specified. If a recorder is used, take the viscosity from the curve in the same manner as specified for the 
plotted curve. 

To check if the temperature of the test piece is at the test temperature at the test time, two thermocouple 
measurement probes may be inserted into the test piece as shown in Figure 4. In a preliminary test with the 
test piece, the rotor is stopped after a running time of 3,5 min and, immediately after the resulting standstill, 
the two measurement probes are inserted and, after 4 min, the two mean test piece temperatures are read off. 
The temperature tolerance shall be between 0,0 °C and - 1 ,0 °C. 

The temperature gradients in the test piece and the rate of heat transfer vary between viscometers, 
particularly if different types of heating are employed. Therefore, the values obtained with different 
viscometers may be expected to be more comparable after the rubber has attained the test temperature. 
Usually, this condition is reached within 10 min after the die cavity is closed. 



8 Expression of results 

Report the results of a typical test in the following format: 

50ML(1 +4)100°C 
where 

50 M is the viscosity, in Mooney units; 

L indicates that the large rotor was used (S would indicate use of the small rotor); 

1 is the preheating time, in minutes, before starting the rotor; 

4 is the running time, in minutes, after starting the rotor, at the end of which the final reading was 

taken; 

1 00 °C is the temperature of the test. 

9 Precision 

9.1 General 

The precision calculations to express repeatability and reproducibility were performed in accordance with 
ISO/TR 9272. Consult this for precision concepts and nomenclature. Annex A gives guidance on the use of 
repeatability and reproducibility. 

9.2 Programme details 

9.2.1 An interlaboratory test programme (ITP) was organized in 1987. Duplicate test pieces of the following 
raw rubbers were sent to all participating laboratories: butyl (MR), chloroprene (CR), EPDM, fluorocarbon 
rubber (FKM) and SBR 1500. 

Mooney viscosity tests (single measurements) were made on two separate days (one week apart) in June 
1987. A total of 24 laboratories participated. 
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This ITP corresponds to a type 1 precision evaluation, with no preparation or processing steps in the 
participating laboratories. 

9.2.2 Another ITP was carried out in 1988 to determine the influence of mill massing on Mooney viscosity. 
Three rubbers were used: chloroprene (CR), SBR 1507 and SBR 1712. NIST butyl (MR) was also included but 
it was tested only in the (normal) unmassed form. 

Test samples of each rubber were sent to all participating laboratories. The test pieces of massed and 
unmassed materials were prepared by each laboratory in accordance with ISO 1795. 

Mooney viscosity tests (single measurements) were made on two separate days (one week apart) in May 
1988. All tests were made at a running time of 4 min and at 100 °C. A total of 15 laboratories participated. 

This ITP corresponds to a type 2 precision evaluation. 

9.3 Precision results 

9.3.1 The precision results of the first ITP are given in Table 2 and those of the second ITP in Table 3. 

9.3.2 The symbols used in Tables 2 and 3 are defined as follows: 
r = repeatability, in Mooney units 

(r) = repeatability, in percent (relative) 
R = reproducibility, in Mooney units 
(R) = reproducibility, in percent (relative) 

Table 2 — Precision of Mooney viscosity determinations 



Rubber material 


Average 


With 


n lab 


Between labs 






r 


W 


R 


(R) 


SBR 1500 a 


48,0 


2,25 


4,67 


4,43 


9,23 


CR a 


48,5 


1,82 


3,75 


4,39 


9,06 


FKM b 


56,5 


5,00 


8,85 


8,77 


15,50 


IIR a 


69,7 


2,15 


3,08 


3,81 


5,47 


EPDM C 


73,1 


2,18 


2,98 


6,61 


9,05 


Pooled values 


58,9 


2,93 


4,98 


5,85 


9,93 


3 at 100 °C, 4 min 










b at 100 °C, 10 min 










c at 120 °C, 4 min 
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Table 3 — Precision of Mooney viscosity determinations — Influence of mill massing 



Rubber material 


Average 


With 


n lab 


Between labs 






r 


(r) 


R 


(*) 


Massed samples 


SBR1507 


33,3 


1,66 


4,98 


2,26 


6,80 


SBR1712 


51,7 


2,37 


4,59 


5,86 


11,30 


CR 


80,5 


2,56 


3,19 


6,21 


7,71 


Pooled values 


55,2 


2,23 


4,04 


5,10 


9,24 


Unmassed samples 


SBR1507 


33,0 


1,53 


4,63 


2,35 


7,12 


SBR1712 


52,3 


1,79 


3,42 


3,18 


6,08 


CR 


75,3 


2,30 


3,06 


3,72 


4,94 


Pooled values 


53,5 


1,90 


3,55 


3,13 


5,86 


NISTIIR 


71,3 


1,77 


2,49 


2,91 


4,09 


(reference rubber) 













1 Test report 

The test report shall include the following information: 

a) a full description and identification of the sample tested, including 

1) its origin, 

2) details of compounded rubbers, if applicable; 

b) details of the preparation of the test pieces; 

c) a reference to this part of ISO 289; 

d) a description of the apparatus used, including the model used, the manufacturer of the apparatus and the 
rotor size (large or small); 

e) details of the conditions of test, including 

1 ) the test temperature, 

2) the preheat time, if other than 1 min, 

3) the running time, 

4) the die-closing force, if other than 1 1 ,5 kN; 

f) the value of the Mooney viscosity (see Clause 8); 

g) any operation not included in this part of ISO 289 or regarded as optional; 
h) the date of the test. 
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Annex A 

(informative) 

Guidance for using precision results 



A.1 The general procedure for using precision results is as follows, with the symbol |x 1 -x 2 | designating a 
positive difference in any two measurement values (i.e. without regard to sign). 

A.2 Enter the appropriate precision table (for whatever test parameter is being considered) at an average 
value (of the measured parameter) nearest to the "test" data average under consideration. This line will give 
the applicable r, (r), R or (R) for use in the decision process. 

A.3 With these r and (r) values, the following general repeatability statements may be used to make 
decisions. 

A.3.1 For an absolute difference: The difference |x 1 -x 2 \ between two test (value) averages, found on 
nominally identical material samples under normal and correct operation of the test procedure, will exceed the 
tabulated repeatability r on average not more than once in twenty cases. 

A.3. 2 For a percentage difference between two test (value) averages: The percentage difference 

\x<\ - x 2 \ 



0,5(x-| + x 2 ) 



:100 



between two test values, found on nominally identical material samples under normal and correct operation of 
the test procedure, will exceed the tabulated repeatability (r) on average not more than once in twenty cases. 

A.4 With these R and (R) values, the following general reproducibility statements may be used to make 
decisions. 

A. 4.1 For an absolute difference: The absolute difference |x 1 -x 2 \ between two independently measured 
test (value) averages, found in two laboratories using normal and correct test procedures on nominally 
identical material samples, will exceed the tabulated reproducibility R not more than once in twenty cases. 

A.4. 2 For a percentage difference between two test (value) averages: The percentage difference 

\Xi - Xo\ 

— l — ^— x100 

0,5(x-| +x 2 ) 

between two independently measured test (value) averages, found in two laboratories using normal and 
correct test procedures on nominally identical material samples, will exceed the tabulated reproducibility (R) 
not more than once in twenty cases. 
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NATIONAL ANNEX A 

{National Foreword) 

The committee decided to revise and split these standards (IS 3660) in further parts and publish 
individual test methods under natural rubber (NR) series. For proper referencing, a table showing 
correspondence of the various methods of test covered in the previous parts of IS 3660 (Parts 1 , 2, 
3 and 4) with the presently split parts vis-a-vis the original NR: numbers have been given in Table 1 . 

Table 1 Correspondence of the Various Test Methods in the 
Existing Series of IS 3660 vis-a-vis Old Test Methods 



Old Test Methods 










Existing Test Methods 




^ Test Method 


IS No. 


Part (Se 


'ies) ~"N^ 


r IS No. 


Series ^ 


(1) 


(2) 






(3) 




(4) 




5) 


NR SERIES 


















Determination of dirt 


IS 3660 


1972 


Part 1 


(NR 


1) 


IS 3660 (Parti) : 1985 


NR 


1 


Determination of volatile 


IS 3660 


1972 


Part 1 


(NR 


2) 


IS 3660 (Part 2) : 1985 


NR 


2 


matter 


















Determination of ash 


IS 3660 


1972 


Part 1 


(NR 


3) 


IS 3660 (Part 3) : 1988 


NR 


3 


Determination of total 


IS 3660 


1972 


Part 1 


(NR 


4) 


IS 3660 (Part 4) : 1988 


NR 


4 


copper 


















Determination of 


IS 3660 


1972 


Part 1 


(NR 


5) 


IS 3660 (Part 5) : 1989 


NR 


5 


manganese 


















Determination of iron 


IS 3660 


1972 


Part 1 


(NR 


6) 


Deleted since this test is 
no longer being done 






Determination of rubber 


IS 3660 


1972 


Part 1 


(NR 


7) 


IS 3660 (Part 6) : 1988 


NR 


7 


hydrocarbon 


















Determination of Mooney 


IS 3660 


1972 


Part 1 


(NR 


8) 


IS 3660 (Part 7) : 1988 


NR 


8 


viscosity by shearing 


















disc viscometer 


















Mixing and vulcanizing 


IS 3660 


1972 


Part 1 


(NR 


9) 


IS 3660 (Part 8) : 1999 


NR 


9 


of rubber in standard 


















compound 


















Determination of solvent 


IS 3660 


1968 


Part 2 (NR 


10) 


IS 3660 (Part 9) : 1989 


NR 


10 


extract 


















Determination of nitrogen 


IS 3660 


1968 


Part 2 (NR 


11) 


IS 3660 (Part 10) : 2000 


NR 


11 


content 


















Determination of 


IS 3660 


1971 


Part 3 (NR 


12) 


IS 3660 (Part 11) : 1989 


NR 


12 


plasticity 


















Determination of plasticity 


IS 3660 


1971 


Part 3 (h 


13) 


IS 3660 (Part 12) : 1989 


NR 


13 


retention index 


















(PRI) 


















Determination of colour 


IS 3660 


1979 


Part 4 (NR 


14) 


IS 3660 (Part 13) : 1997 


NR 


14 


Determination of storage 


IS 3660 


1979 


Part 4 (NR 


15) 


~-> 








hardening test 














Deleted since these test are 
*~ longer being done 


no 




Determination of 


IS 3660 


1979 


Part 4 (|\ 


16) 










vulcanization 












^ 








characteristics (MOD test) 
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TECHNICAL CORRIGENDUM 1 



Technical Corrigendum 1 to ISO 289-1:2005 was prepared by Technical Committee ISO/TC 45, Rubber and 
rubber products, Subcommittee SC 2, Testing and analysis. 



Page 8, Subclause 7. 2 

Change the last sentence in the second paragraph to read: 

The temperature tolerance shall be between + 1 ,0 °C and -1,0 °C. 
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( Continued from second cover) 

In reporting the result of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1 960 'Rules for 
rounding off numerical values (revised)'. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of goods 
and attending to connected matters in the country. 

Copyright 
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